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§ 862.3280 Clinical toxicology control
material.

(a) Identification. A clinical toxi-
cology control material is a device in-
tended to provide an estimation of the
precision of a device test system and to
detect and monitor systematic devi-
ations from accuracy resulting from re-
agent or instrument defects. This ge-
neric type of device includes various
single, and multi-analyte control ma-
terials.

(b) Classification. Class I (general con-
trols). Except when used in donor
screening, unassayed material is ex-
empt from the premarket notification
procedures in subpart E of part 807 of
this chapter subject to § 862.9.

[52 FR 16122, May 1, 1987, as amended at 65
FR 2309, Jan. 14, 2000]

§ 862.3300 Digitoxin test system.

(a) Identification. A digitoxin test sys-
tem is a device intended to measure
digitoxin, a cardiovascular drug, in
serum and plasma. Measurements ob-
tained by this device are used in the di-
agnosis and treatment of digitoxin
overdose and in monitoring levels of
digitoxin to ensure appropriate ther-
apy.

(b) Classification. Class II.

§ 862.3320 Digoxin test system.

(a) Identification. A digoxin test sys-
tem is a device intended to measure
digoxin, a cardiovascular drug, in
serum and plasma. Measurements ob-
tained by this device are used in the di-
agnosis and treatment of digoxin over-
dose and in monitoring levels of dig-
oxin to ensure appropriate therapy.

(b) Classification. Class II.

§ 862.3350 Diphenylhydantoin test sys-
tem.

(a) Identification. A diphenylhydan-
toin test system is a device intended to
measure diphenylhydantoin, an
antiepileptic drug, in human speci-
mens. Measurements obtained by this
device are used in the diagnosis and
treatment of diphenylhydantoin over-
dose and in monitoring levels of di-
phenylhydantoin to ensure appropriate
therapy.

(b) Classification. Class II.

§ 862.3380 Ethosuximide test system.

(a) Identification. An ethosuximide
test system is a device intended to
measure ethosuximide, an antiepileptic
drug, in human specimens. Measure-
ments obtained by this device are used
in the diagnosis and treatment of
ethosuximide overdose and in moni-
toring levels of ethosuximide to ensure
appropriate therapy.

(b) Classification. Class II.

§ 862.3450 Gentamicin test system.

(a) Identification. A gentamicin test
system is a device intended to measure
gentamicin, an antibiotic drug, in
human specimens. Measurements ob-
tained by this device are used in the di-
agnosis and treatment of gentamicin
overdose and in monitoring levels of
gentamicin to ensure appropriate ther-
apy.

(b) Classification. Class II.

§ 862.3520 Kanamycin test system.

(a) Identification. A kanamycin test
system is a device intended to measure
kanamycin, an antibiotic drug, in plas-
ma and serum. Measurements obtained
by this device are used in the diagnosis
and treatment of kanamycin overdose
and in monitoring levels of kanamycin
to ensure appropriate therapy.

(b) Classification. Class II.

§ 862.3550 Lead test system.

(a) Identification. A lead test system
is a device intended to measure lead, a
heavy metal, in blood and urine. Meas-
urements obtained by this device are
used in the diagnosis and treatment of
lead poisoning.

(b) Classification. Class II.

§ 862.3555 Lidocaine test system.

(a) Identification. A lidocaine test sys-
tem is a device intended to measure
lidocaine, an antiarrythmic and
anticonvulsant drug, in serum and
plasma. Measurements obtained by this
device are used in the diagnosis and
treatment of lidocaine overdose or in
monitoring levels of lidocaine to en-
sure appropriate therapy.

(b) Classification. Class II.
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